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ABSTRACT 


This report presents a test evaluation of the Sperry laser gyro model ASLG 
15. The bias, scale factor, scale factor sensitivity to supply voltage and external 
temperature, and turn-on trends are evaluated. 
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SECTION 1 

INTRODUCTION AND SUMMARY 


1.1 INTRODUCTION 

This is the final report of the ring laser gyro (RLQ) evaluation section of 
NASA/ MSEC contract number NAS8-30255. The work statement was as follows: 

"Test the laser gyro in accordance with the following test plan. 

(1) Fabricate and integrate holding fixtures, adapter, computer interface 
and special test equipment required to perform the test program. 

(2) Perform integrated tests to verify the proper operation of the assembled 
test set up. 

(3) Perform a fixed azimuth, drift stability test. 

(4) Perform single axis, constant rate tests with clockwise and counter- 
clockwise rates at intervals from 5 to 100 degrees per second. 

(5) Reduce data and evaluate test results for inclusion in the final report." 

In addition to re]x)rting the tasks specified in the contract statement of work, 
this report contains lest results on the long-term bias and scale factor (SF) 
repeatability, illustrates the transient and decay characteristics of the SF after 
instrument turn-on, presents results of low rate input investigations (1 °/s to 12 
^/s) and quantitatively shows the SF sensitivity to voltage and mounting plate 
temperature changes. 

Testing started on 5 March 1975 and ended on II July 1975. No adjustments 
were made to the instrument, which was tested as configured upon arrival from 
NASA/MFSC, during this test period. 

The laser gyro tested was a model ASLG- 15, serial number 3B, manufactured 
by the Sperry Gyroscope Company in October 1973. 

1.2 SUMMARY 

The results of the test evaluation on the Sperry laser gyro are summarized 
in Table l-I. The information in this table was derived from the findings contained 
in Section 6, "Test Results". 
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Table 1-1. Sperry laser gyro performance characteristics (CSDL data) 


Warm-up 

(instrument constraint - no meaningful output) 

20-25 min 

Bias 


A. Initial Transient (after warm-up) 


(1) Duration 

(2) Amplitude 

0.5 h 
l°/h 

B. Decay Characteristics (after warm-up and 
transient) 

None 

C. Magnitude (after warm-up and transient) 
Note: Magnitude plus ■ 3,8°/h 

-6.3°/h 

D. Variation of Sigma with Sampling Time (s) 


AT - 60 White Noise Characteristic 

AT - 100 1, 0, /St7 

AT - 600 i ^ "VZt7 

AT - 3600 “21 

0.23°/h 

0.16°/h 

0.07°/h 

0.03°/h 

E. Long-Term Repeatability (45 days) - 1 Sigma 


(1) One Hour of data, one hour after 
turn-on 

(2) One 100 s sample, immediately after 
warm-up 

Note: Each test was performed after an 
overnight turn-off 

0.04°/h 

0.2°/h 

Scale Factor 


A. Initial Transient 


(1) Duration 

(2) Amplitude (max.) 

0.5 h 

a. 10°/s 

b. 30°/s 

c. 70°/s 

280 ppm 
240 ppm 
70 ppm 

B. Decay Characteristics (after warm-up and 
transient) 


(1) Time Constant 

(2) Amplitude (first 6 hours) 

>4 h 

a. 10^/s 

b. 30°/s 

c. 70°/s 

220 ppm 
120 ppm 
90 ppm 

C. Stability (peak-to-pcak 36 hours after 
warm-up at 70°/s, cw) 

8 ppm 

D. Linearity - One Sigma 


(1) 5°/s to 100°/s 

(2) l°/a to 12°/s 

100 ppm 
90 ppm 

E. Long Term Drift - Amplitude 
(90 days across turn-offs) 


(1) lOO/s 

(2) 20°/s j Primarily due to a drift 

(3) 70°/s J in fixed bias of ;^40“/h 

420 ppm 
6 30 ppm 
1 30 ppm 

F, SF Sensitivities 


(1) Supply Voltage (28*2 Vdc) 

(2) Mountinq Plate Temperature (90* 2*^ F) 

None 
3 ppm/^F 


1 


I 



SECTION 2 



TERMINOLOGY 


This section defines the RLG terms used in this report, 


Average output after inertial angular rate inputs are removed (expressed in degrees 
per hour). 


Bias Stabilit 3 ‘ 


Theone-sigma value of the RLG bias after initial transients. (See random drift' 
for noise in the RLG bias as a function of the sampling period.) 


Decav 


The settling characteristic after any initial transients 


Axis perpendicular to the plane of the laser beam path 


Angular displacement of the case about the input axis per unit time, 


Lock-In 


.\t low input rates the frequencies of the two counter-rotating beams are very 
close to each other. Because of optical scattering, the two beams lock togethar 
(lock-in) and no output is obtained in the presenceof real inputs. This phenomenon 
is circumvented by an anti-lock-in mechanism and/or a comfiensation technique. 


itandom lirift 


Measure of the noise in the KLG bias. It is determined as a function of the 
sarn|)ling period from the one-sigma bias stability value. For the Sperry ring 
laser gyro the random drift is pro|Jortional to the reciprocal of the square root 
of tlie sampling period (a characteristic of white noise). 


Samj»ling Period: 

l ime allowed for the ML(J net outjjut count to accumulate in the counter before 
resetting. 


Rf?RODUCTBlUTy uF TliJ- 
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Scale Factor; 

The ratio that relates the inertial-frame rotations about the gyro input axis to 
the gyro output (expressed in arc sec/pulse). 

Scale Factor Linearity; 

The standard deviation of the average scale factor at various constant rates of 
rotation covering the dynamic range of the RLQ 'the contract required 5°/s to 
100 °/s ). If the slope is compensable, the beat fit curve may be used to calculate 
the standard deviation (expressed in parts per million). 

Scale Factor Stability; 

Peak-to-peak spread and/or standard deviation in data during a selected test 
interval for a constant input rate (expressed in parts per million). 

Turn-On Trends; 

Changes in the RLG bias or scale factor that occur for a short period after the 
instrument starts to operate. 


SECTION 3 
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FUNG LAStH GY HO CONCtl'T 


This section presents an elementary discussion of tFie Sperry rinj? laser 
gyro concept and is included in this report for the reader who is unfamiliar with 
laser gjTos, The conventional ring laser gyro has two laser bea.tis traveling 
along the same closed path in oi>|)osite directions. Figure 3-1 is an optical 
schematic diagram. Any rotation about the a. as perpendicular to the plane of the 
light path, defined as the input axis (lA), is sensed as a change in path length. If 
the rotation is clockwise the clockwise beam travels a longer distance around 
the light path, while the counter-clockwise laser beam travels a shorter distance. 


M irt nr 



« * 



. • 


1 





I 


I igiipp t-l. I.asff gvfri-Mjitu al s> !irmatic. 

I'he oi'orational reciuirements for the mstrument are; 

(1) Tilt* conditions I jr lasing (such as gain, litam loss, path leng<li equal 
to an integral numlier of wavelengths, etc.) must be satisfied, and 

A biasing teclini(|ue must be userl to avoid lock-m problems. 
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The output of the laser gyro depends primarily on the change in frequency 
of each laser beam during rotation. The basic ideal equation shows the relationship 
of the output frequency shift, Af, to the input rate as follows: 

4A • o» 

Af = + iin 

, XL ® 

where: 

A = vector representing and normal to the area enclosed by the light 
path. 

!it = input rate vector. 

= biasing effect frequency. 

X = wave length of the laser beam. 

L = path length. 

Samples of the two beams are brought together through an output mirror 
and combining prism. The phase shift between the two beams is determined using 
photo-electric detectors, and the beat frequency output is the measure of rotation 
rate. The scale factor relating output frequency to input angular velocity is a 
function of the size and shape of the ring. Pulse shaping circuits are used to 
convert the sinusoidal output to pulses of the desired form. 

One of the design problems of the laser gyro is lock-in. At low input rates 
the unbiased frequencies of the two counter-rotating beams are very close to 
each other. Because of optical scattering, the two beams lock together (lock-in) 
and no output is obtained. This problem has been circumvented by a variety of 
techniques which produce an effective frequency difference between the two beams 
and [irevent the instrument from synchronizing to a single frequency in the lock-in 
region. 

The biasing technique in the ASLG-15 laser gyro uses a magnetic mirror 
designed to ojAically create a gyro output. 
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SECTION 4 


SYSTEM DESCRIPTION AND PERFORMANCE CHARACTERISTICS 


This section describes the physical dimensions, electronics components, 
operational requirements and performance characteristics of the Sperry single- 
axis strapdown laser gyro system, model ASLG 15. The information was obtained 
from the "Sperry Installation, Operation and Performance Manual.- November 
20, 1974". 

4.1 PHYSICAL DESCRIPTION 

The Sperry laser gyro system consists of two assemblies, the sensor and 
the control electronics/ power supply (EA). The pie shape sensor assembly is 
shown in Fig. 4-1. It measures 8 inches across the base with a height of 5 inches 
and a thickness of 2.5 inches. The optical cavity forms a triangular light path 5 
inches on a side. The primary structure is made of aluminum and the biasing 
element is a magnetic mirror. The entire structure, surrounded by a three layer 
magnetic shield, is evacuated and sealed. The control electronics /power supply 
assembly is packaged separately from the sensor and measures approximately 
8x7x5 inches. 

Figure 4-2 is an optical schematic illustrating the major components. 

The ASLG- 15 gyro requires a thermally controlled base mount to decrease 
warm-up time and lessen heat losses to the environment. In addition to the 
preheated base mount, thermal insulation around the instrument is also suggested 
by the manufacturer to minimize thermal gradients. In compliance with these 
requirements, the sensor was tested with a preheated base mount and an insulated 
shroud. 

4.2 ELECTRONICS DESCRIPTION 

The gyro output, a sinusoidally varying electrical signal whose frequency 
is proportional to body input rate plus the optically applied bias, is fed to a rate 
preprocessor in the control electronics assembly. The output of the control 
electronics consists of two serial pulse lines representing angle increment and 
direction of rotation. 



KFHHoDUCIRIUTY of TU\‘ 

0)0<)L\1:YL page lb 


ALUMINUM 

TLOCK 


cathode 








W 


.'-.Will 


1 U 


This single axis system contains all the control circuits necessary for laser 
gyro operation. The following two sections describe the laser gyro control and 
the signal conditioner electronics. 

4.2.1 Laser Gyro Control Electronics 

Figure 4-3 is a simplified functional block diagram of the system electronics. 
Two of the three required laser gyro control circuits are packaged within the 
sensor assembly. This circuitry, magnetic mirror bias control and discharge 
current regulation, are in two hybrid packages mounted directly to the aluminum 
sensor cavity structure. They have been included in the sensor to take advantage 
of the thermally controlled environment. 

The bias control electronics provides magnetic mirror current regulations 
and control for the gyro. It contains the switching circuits that respond to input 
signals that control the polarity of the applied bias. These polarity control signals 
are square waves having a 2 second period that alternate the applied optical bias 
as described below. 

Two forms of discharge tube current regulation are provided, differential 
current control and total current control. The laser gyro discharge tube is a 
double anode, single cathode device. The two anodes are provided to split the 
discharge, thereby minimizing the Langmuir flow in the gas discharge. (Residual 
Langmuir flow creates an inherent instrument bias.) Changes in flow, therefore, 
are directly related to changes in gyro drift. Differential current control is 
incorjjorated to minimize tliis source of gyro drift. 

The total discharge current is controlled to maintain the laser gyro 
gain-to-loss ratio, thereby stabilizing its performance characteristic. 

The remaining laser gyro control electronics functions, performed in the 
electronics assembly, consist of the following. 



• Closod loop sensor assembly temperature control. * 

• Closed loop ca\’ity length control. ^ 

The temperature loop controls the laser gyro optical cavity temperature. 

During the warm-up cycle, the heater loop operates in response to a cavity mounted 
thermistor bridge signal. Upon completion of warm-up (cavity at approximately 
130 °K), tl'.c healer loop is switched to cavity perimeter servo control. 

The cavity perimeter length control loop provides short term control through 
piezoelectric actuator response. Long term adjustment is accomplished through 
the cavity heater. 


Sensor Ass'y b-I-* Electronics Ass 
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Magnetic 1/2 Hz Bias Switch 
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4.2.2 Signal Conditioner Electronics 


The signal conditioner operates on the sinusoidal laser gyro output signal 
to provide a measure of sensor assembly rotation angle. The following functions 
are provided. 

The i>rocfcssor uses DDA techniques to derive the desired output. A timing 
signal generator develops all timing signals and clock pulses required fc' this 
operation. 

A pulse former converts the laser sine wave into a pulse train having the 
same frequency as the original signal. A synchronizer stores the pulses for 
strobing by the processor timing. 

The bias fxilarity control commands of the magnetic mirror coil current to 
reverse polarity at one second intervals, and selects the bias compensation required 
for the instantaneous bias polarity. 

A high rate level detector senses rate in excess of 12.5°/ sec and switches 
to fixed bias to prevent the rotation from causing a lock-in condition and to avoid 
ambiguity in rotation direction and rate output. 

The bias corrector removes bias pulses from the incoming signal so that 
the remaining pulse rate is proportional to sensor input rate. The actual correction 
rate is selectable. 

I’he scale factor of the net pulse train can be adjusted from the 3.3 arc 
sec/pulse to any desired output pulse weight (greater than 3.3 arc sec/ pulse) 
with 16 bit accuracy. The scale factor is selectable via a plug board. 

' he computed angle (increment) available in pulse form: 

• Logic "O" is ,5 + .5 Vdc. 

• Logic "1" is 4.5 ± .5 Vdc. 

• I’ulse resolution minimum is 3.3 arc sec/pulse 

4.3 Ol’Li; \ ! KLsAl . H Kt^LT H EM EM'S AN I ) I’EH FOllMANC E CIIAH ACTLRISTICS 

1 ne la er gyro system o()erates on 26 Vdc. It consumes approximately 
lUO watts foi- turn-on and warm-up, and 40 watts for steady state operation. 

With the power ajiplied the system can be made operative by moving the 
power t( i'<ile >'.vitcti, located c>n the front jianel to the (>N |>osition. This initiates 
an \\,inn-up proeedur-e that brings the setisoi’ and mounting base 

t i.rnnsic is t<' within a few degree's of tlie normal operating temperature. When 
t- unit 1 readv lor operation, the HEADY light on the front panel is lit. CSDL 
d it -iiiiv. : ill. it Uii- instrument i-equires2n to 25 minutes to warm-up after excitation 
. I, ! -I : el'H'ti'onin assembly. 
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The operating environ- nent defined by Sperry is summarized in Table 4-1. 

Nominal performance characteristics quoted by Sperry for their aluminum 
instruments with a magnetic mirror are summarized in Table 4-II. 


Table 4-1. Operational environment (Sperry data) 


Input Dynamics 

Sperry 

Angular Rate Range 

± 110 Vs 

Angular Acceleration Range 

ilOOO °/s^ 

Linear Acceleration 

10 g 

Temperature Range 

0 to 100°F 


Table 4-II. 


Performance characteristics (Sperry data) 



Sperry 

(Population) 

Bias 


Random Drift (lo) 

.0 3°/h/*1i 

30-Day Turn-on Repeatability (lo) 

0. 2°/h 

Scale Factor 


Nominal Value (Selectable) 

3.3 s^/p 

Linearity Error (*100°/s input) 

ilOO ppm 

30-Day Turn-on Repeatability 

-200 ppm 


* The number of cooldowns and the duration of 
warm-up before each test were not defined by 
Sperry. 
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SECTION 5 


TEST EQUIPMENT AND I’HOCEDUPES 


5.1 TEST EQUIPMENT 

The six pieces of equipment used in testing the PLG and their functions 

are: 

(1) Air Bearing Test Table - Goerz model 500-501 used to provide a 
static base for drift tests and precise rotation rates for scale factor 
tests. 

(2) Reversible Counter - IHA model 601 used to count HLG output and 
transfer a print command without loss of data. 

(3) Printer - Beckman model 1 453A used to print the net MLG output 
count (accurate to plus or minus one pulse). 

(4) Punch - Invac Corp. model 10135 used in conjunction witli the printer 
to obtain a paper tape for computer-aided evaluation. 

(5) Power Supply ~ Perkin model TVH 040-20-15 which supplied 2H volts 
dc at 3 A to the HLG and test equipment. 

(6) Temperature Controller - used to maintain the temperature of the 
base mount at 00 ± 1°P. 

I''igure 5-1 is a I'hotograph of the test facility used to evaluate the laser 
g> ro at the C. S Draper Lab., Inc. 

5.2 TESJ- PHOCEDl ItES 
5.2.1 Instrument Bias 

I'he test table is locked into jiosition and the net count of the ltL(! output is 
measured for various sampling times. To calculate the absolute magnitude of 
the bias the I \ misalignment has to be measured accurately to fieterrnine earth 
rate input, l-'or this testing, tlie absolute magnitude of the bias w'as not requirc-d 
and the table was lockeii into one consisliuit orientation. Tlie majority of the 
bias tests used a 100 second sami)ling jieriod and a test ilur.itinnof one hour; 



Test facility at The 





however, different sampling periods (10 to 3600 seconds) were used to investigate 
characteristics of the random noise. 

The bias is defined by the following equation: 



SF 


N 


where: 

N = Net gj’ro output (pulses/ sample) 

B = Instrument bias and earth rate com{x>nent (gyro at fixed jxjsition, 
arc sec/ s). 

At = Sanijile time (seconds) 

SF., = Nominal SF (average SF for the range of input rate, ±100*^/s) 

N 

5.2.1 Instrument Scale Factor 

The test table is rotated uniformly with the HLG lA oriented vertically. 
The angle of rotation and elapsed time are accurately measured each time the 
net count of the HLG is printed. For this work one revolution's data was obtained 
while running the SF linearity test and ten revolutions' data were obtained while 
running the SF stability tests. 

The angle of rotation divided by the net count plus or minus the bias and 
vertical comj>onent of earth rate, depending on the direction of table rotation, 
determines the calculated SF. 


where: 


SF 


N± 


H 


AtdM cuii.v) 


SF 

N 


SF = Scale factor (arc sec /pulse) 

H = Angle of rotation (arc sec) 

= Vertical component of earth rate (arc sec/s). 


After tlic instrument had coni|)letely settled (two days), the voltage or base 
plate mount temperature was changed to measure [laranieter sensitivities. 
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SLCTION 6 
TEST RESULTS 


This report presents results on the following instrument performance 
characteristics: 

Bias : 

• Turn-on trends 

• Stability and random drift 

• Repeatability 

Scale Factor ; 

• Turn-on trends and decay characteristics 

• Stability 

• Variation with input rate 

• Repeatabiliiy 

• Voltage and temperature sensitivities 

The test results presented in *his section were obtained from data taken 
between 5 March and 1 1 July 1975. Only one instrument was tested and, therefore, 
the results may not he representative of all instruments in this class. 

With the base mount temperature at 90°I’ the laser and its electronics 
required 20 to 25 minutes to "warm-up" after turn-on before the output could be 
sampled to determine bias or SF. When the unit was ready for operation the 
READY light on the front jjanel would become lighted. 

I'nless otherwise stated, no known thermal gradients were introduced and 
the base plate was maintained at the recommended operating temperature of 
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I 

fi.1.1 Initial I ransieiit i 

I 

After wartn-np ttie instrument eslulnted an initial transient that required ' ! 

one-iialf liour to settle. figure fi- 1 is a typical bias plot and shows that the * 

amplitude of Idas aci'oss tins intc-rval was ajiproximately l^/'h. 

ti- 1 



Fipure 6-1. Mias stability (4-03-75). 

6.1.2 Mias Stability and Handom drift 

Figure 6-2 is a continuous 74 hour bias stability plot, obtained after the 
warni-upand initial transient. Thesam|)ling period was 600 seconds. This figure 
shows that there was no apparent change in the bias stability from start to finish. 

Table 6-1 is a summary of all the bias stability tests from 5 March 197.5 to 
10 .luly 1975. Ther < rage magnitude of the bias plus vertical comiK)nent of earth 
rate after the warm-uji and transient was 3.8°/h (vertical comioneni of eartl. 
ratewas 10,l°/h). The peak-to-peak spread in magnitude of bias drift was 0.2°/’'. 
across turn-offs and cooldowns. Note that each test was started after the warm-up 
and transient. 

1 ‘reliminary analysis of the one-sigma stability and random drift numbers 
shown in Table 6-1 indicated that the nature of bias data was not similar to the 
conventional rotating wheel gyros. In tins instrument, the laser gyro, smaller 
sample times yielded corresiomJingly higher standard deviations as it exhibited 
a white noise characteristic. Additional testing and analysis to determine tin- 
exact nature of the laser's output are in progr»*ss. The resulls will be publishe<^l 
in a subsequent rejiort from N Ah A / l.angley. 

6.1.3 Mias Iteiicatability 

figure 6-3 showr. the Mas diift repeatalulit.N for one and one half months 
across tui’ii-offs and cooldowns. Kach |>oint plotted was the average nf 10(1 secorirl 
sample data for one hour after the warm-up and transu-nt. I he bias repeataliil it> 





Tablr 6-1. Hias stability and random drift 

ASI.C. If) S/N 3H 
I \ V’rrtical 


Sample Test Table 
Dafe Time Duration Angle 



3- 6-7S 60 n. 07 

3-11-76 60 2 OH 


Staiulitv 


It andoi 
Drift 


Hias+u)|j^,^ |(1 Sigma) |(1 Sigma) 



0 232 0 030 

0 2R0 0 036 


3-17-76 

60 

3. 7( 

3-31-76 

600 

40 2 

4- 3-76 

60 

1 6 

4- 3-76 

600 

30 

4- 7-76 

100 

1 0 

4-11-76 

600 

74 

4-16-76 

100 

1 0 

4-16-76 

100 

1.0 

1 

-J 

1 

-J 

100 

1 0 

4-18-76 

100 

1 0 

4-18-76 

3600 


4-23-76 

100 

1 0 

4-24-76 

100 

1.0 

4-26-76 

100 

1. 0 

4-28-76 

100 

1.0 

4-20-76 

100 

1 0 

6- 2-76 

100 

1 0 

1- 6-76 

100 

1 0 


3.0 

0 144 

0 1.0 

0 2.5 

0 1 .0 


0 228 


0 020 


'merit on rent i nuous 1 v . 



3 RPi 
3. 761 
3 66H 


3. 747 
3 7HH 
3 R04 
3. 7!>H 
3. H03 
3.740 
3 731 
3. 7 17 
3 7 '*7 
3. H76 
3 706 
3 H40 
3 H74 


0 066 0 026 

0 mri 0 026 


0 067 

0 107 

0 076 
0 136 
0 14 1 
0 120 
0 132 
0 034 
0 10 ;i 
0 IfiR 
0 146 
0 1H6 
0 1H6 
0 16H 
0 142 


0. 027 

0 03 3 

0 . 031 
0 022 
I 0 023 

j 0 021 
0 . 022 
0. 034 
0 033 
0 03 3 
0 024 
0 031 
0 031 
0 026 
0 024 


( iniie l) 
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Figure 6-3, Drift repeatability across turn-offs and cooldowns. 


among these tests was less than 0.2 ^/h (peak -to- peak) and the one-sigma drift 
stability of the average value was 0.04 *^/h. The Sperry "Installation, Operation 
and Performance Manual" that accompanied the instrument indicated that the 
one- sigma bias repeatability was 0.2°/h. Interestingly, the one- sigma repeatability 
of the above tests was 0.2‘^/h if the magnitude of bias is determined from one 
100 second sample immediately after warm-up. 


6.2 SCALE FACTOR TEST RESULTS 


6.2.1 Initial Transient and Decay Characteristics 


SF tests indicated that, after warm-up, the instrument had an initial one 
half hour transient period followed by an exponential decay with time constants 
greater than 4 hours. This section illustrates the characteristic transient and 
decay curves at several different input rates. 




Figures 6-4 to 6-6 show the initial transient for one hour after warm-up 
for input rates of 10°/s, 30°/s and 70°/s. The data for the first curve in each 
figure was obtained after an overnight turn-off. The subsequent curves had a 
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Figure 6-6. Scale factor: initial transient after warm-up (70°/s, cw). 
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Figure 6-7. Scale factor; initial transient after warm-up (same rate 
from day to day). 
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one and one half hour turn-off, A comparison of these three figures show that: 

(1) The characteristic shape of the curves at each rate was consistent 
for data taken on the same day, however, this was not necessarily 
the case from day to day (see Fig. 6-7). 

(2) The starting point for all curves decreased in magnitude after the 
one and one half hour turn-off, probably due to an incomplete 
cooldown. 

(3) There was a definite decrease in the amplitude of the initial transient 
with increased input rate. At 10, 30 and 70°/s the initial transients 
were 280, 240 and 70 ppm, respectively. 

Figure 6-8 shows the decay curves for 10, 20, 30, and 70°/ s. The initial 
transients are not shown and the curves are superimposed with the initial points 
matched to illustrate the relative decay at different input rates. A comparison 
of these curves shows that there is a decrease in time constant and amplitude 
with increased input rate. However, like the initial transient curves, the decay 
curves are not repeatable from day to day. Figure 6-9 shows that the slope of 
the curve for the same rate changed with time. 
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I' igiirt-' G-8. S('m1p factor decay after initial transient (four different 
rales). 
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Fiqiire 6-10. Long-term scale factor stability 
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Figure 6-11, Scale factor variation with rate (5°/s to 100°/ s). 

The above SF linearity can be attributed, in part, to an uncertainity in the 
knowledge of the magnitude of fixed bias. A change in fixed bias with time would 
be reflected as a change Ir £F linearity with time. See Section 6.2,4, "Scale 
Factor Repeatability". 

Figure 6-12 shows the spread in SF from 1° s to 12°/s (alternating bias 
zone) for both CW and CCW directions. The spread in SF was 432 ppm. The 
one-sigma SF linearity was 90 ppm. 

6,2.4 Scale Factor Repeatability 

Figure 6-13 shows the SF drift with time across turn-offs and cooldowns 
for input rates of 10°/s, 20°/s, and 70°/s, Note that the peak-to-peak spread 
was 1370 ppm after a three month period. 





SCALE FACTOR DEVIATION FROM NOHINAI. (ppa) 



RATE (°/s) 

Figure 6-12. Scale factor variation with rate (l°/s to 12°/s). 

The SF drift shown in Fig. &-13 can be attributed to a drift in the 
fixed bias with time. The SF drift that occurred In the alternating bias zone 
(10°/s) should not show a drift with time. Any long-term bias change in the 
alternating bias zone would be cancelled with the alternating bias. However, in 
the fixed bias zone the long-term bias changes would be evidenced as a SF change 
with time. The same magnitude of bias change would have a greater effect on 
the lower input rates. The effects of the long-term bias change in the fixed bias 
zone is verified with the data shown in Fig. 6-13. The ratio of the input rates 
(20:70 °/s) is approximately equal to the inverse ratio of their spread in SF' 
(630:130 ppm). Note that a change in fixed bias of approximately 40 °/h would 
account for most of the SF drift. 

In the CER-VIT SLG-15 instrument, Sperry presently compensates for the 
long-term bias drift by measuring the average magnitude of the positive and 
negative bias each time the instrument is turned on and by computationally 
maintaining this average magnitude. 
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Figure 6-13. Scale factor vs. calendar time. 



After establishing the initial transient, decay, and baseline stability, the ' 

voltage and base plate temperature were varied. The results were: 

(1) the SF is not sensitive (within measurement uncertainty) to supply 

voltage variations from 26 to 30 volts, and 

the SF sensitivity to base plate temperature is apj)roximately 3 
ppm/°F from 88° F to 92°F, ' 


( 2 ) 


•rUSL UV.A 




SECTION 7 
HECOMMENDATIONS 


Since a system using this instrument will be flight tested by NASA/Langley, 
additional data should be obtained to model performance during system operation. 
Beyond those tests, it is recommended that any follow-on program should use a 
later model Sperry instrument suitable for production and address itself to the 
following additional types of tests: 

(1) Thermal tests at various ambients and gradients. 

(2) Performance during oscillations, particularly at the dither 
frequency. 

(3) Performance during vibration to investigate acceleration squared 
terms and structural resonance. 

(4) Centrifuge test to evaluate acceleration and acceleration squared 
terms. 

While these tests are being run it is recommended that the laser g>’ro path 
length, discharge and magnetic mirror currents be monitored to obtain data 
correlations. 
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